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Results of the Phase I Work 
Within the first month, we have made 

significant progress in order to meet the Phase-
I objective #1 being set in our proposal, i.e. “To 
demonstrate dual-frequency operation of CW 
and Q-switched Yb:YAG lasers”. In particular, 
we designed a CW Yb:YAG laser. We then 
purchased all the components necessary and 
assembled them into a laser system. Fig. 1 
illustrates a simplified setup for our first CW 
Yb:YAG laser. Such a laser system consists 
of a simple cavity made of an output coupler 
and a back reflector. The back reflector was 
realized after coating one end of the 
Yb:YAG crystal with its reflectivity reaching 
99.8% at 1030 nm and its transmittance of 
90% at 940 nm. The Yb:YAG crystal has the 
doping concentration of 5% and dimension 
of 5 mm (diameter) × 5 mm (thickness). The 
distance between the two cavity mirrors was 
set to 3 cm for achieving the optimal 
performance. Such an Yb:YAG laser was 
pumped by a CW diode laser at the output 
wavelength of about 940 nm. We measured 
the spectrum of the pump laser diode, see 
Fig. 2. One can see that the output 
wavelength was measured to be 934.4 nm, 
which is close to the specified output 
wavelength of 940 nm. We then measured 
the output power as a function of the current 
being used to drive the laser diode. 
According to Fig. 3, the dependence 
measured by us is more or less linear, which 
is consistent with the characteristics for a 
solid-state laser [1]. By linearly fitting the 
data in Fig. 3, we deduced the threshold 
pump current for the laser diode to be 601 
mA. 

Using an output coupler with its 
reflectivity of 98%, we measured the output 
power from the CW Yb:YAG laser as a 
function of the driving current for the pump 
laser diode. Using Fig. 3, we then plotted the 
output power from the CW Yb:YAG laser as 
a function of the pump power from the diode 

 
940 nm Yb:YAG Output Coupler 

Back Reflector 

Fig. 1. A simplified experimental setup for a CW 
Yb:YAG laser designed by us. 
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laser, see Fig. 4. One can see that the 
threshold pump power is determined to be 
1.61 W by linearly fitting the data in Fig. 
4. We also measured the spectral profiles 
of the Yb:YAG output powers at different 
pump powers of the laser diode, see Fig. 5. 
One can see that the center lasing 
wavelength was measured to be 1038 nm. 
Moreover, as the pump power for the laser 
diode was increased, the linewidth of the 
output power for the Yb:YAG laser was 
first increased linearly and then 
approached the severe saturation, see Fig. 
6. Such a behavior is consistent with the 
characteristics of the Yb:YAG laser [1]. 
The linewidth of the laser output power 
reached 19.4 nm at the pump power of 9 
W. Such a linewidth is indeed sufficiently 
wide for us to generate two wavelengths within the linewidth, which are necessary for THz 
generation in nonlinear crystals. 

 

Within the second month, we have made significant progress in order to meet the Phase-I 
objective #1 being set in our proposal, i.e. “To demonstrate dual-frequency operation of CW and 
Q-switched Yb:YAG lasers”. In particular, we optimized the design of the CW Yb:YAG laser 
implemented during the first month for the broadband CW operation. We then inserted an etalon 
in order to select at least a pair of the output lasing wavelengths around 1 μm, see Fig. 7. This 
etalon was made from a YAG crystal. It has a diameter of 5 mm and thickness of 50 μm. It was 

Fig. 5. Spectra of the output powers from the CW 
Yb:YAG laser at different powers of the pump laser 
diode. 
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purchased from LightMachinery in Canada. 
The frequency spacing, which is the free 
spectral range of an etalon, is given by  




cos2nd

c
                      (1) 

where c is the speed of light in vacuum, n is the 
index of refraction of the etalon, d is the 
thickness of the etalon, and θ is the angle of 
the incidence. Using n  1.82 at 1 μm [1], d  
50 μm, and θ  0º, we can estimate the 
frequency spacing to be Δν  1.65 THz. The 
corresponding THz output wavelength 
generated by the difference frequency 
generation is 182 μm. Using the setup 
illustrated by Fig. 7, we have measured the 
spectra of the laser output beam at different 
angles of incidence, see Fig. 8. According to 
Fig. 2, when the angle of incidence is θ  6º, 
the spectrum consists of two peaks at the 
wavelengths of 1035.64 nm and 1041.72 nm, 
respectively. Therefore, the frequency spacing 
is determined to be 1.69 THz using such two 
wavelengths. The corresponding THz output 
wavelength generated by the difference 
frequency generation is 177 μm. This 
experimental value deviates from the 
theoretical value by 2.4%. The term of cosθ in 
Eq. (1) only contributes to the relative 
difference by 0.6%. The rest of the deviation 
(i.e. 1.8%) is most likely caused by the 
fabrication error. 

Therefore, within the second month of 
the SBIR Phase-I contract, we have 
successfully demonstrated the dual-frequency 
operation of a CW Yb:YAG laser. 

Within the third month, we have made significant progress in order to meet the Phase-I 
objective #1 being set in our proposal, i.e. “To demonstrate dual-frequency operation of CW and 
Q-switched Yb:YAG lasers”. Indeed, we have successfully achieved the Q-switched operation of 
the Yb:YAG laser after placing a Q-switch inside the cavity of the laser. Fig. 9 illustrates the 
experimental layout for our Q-switched Yb:YAG laser. A 940-nm fiber-coupled laser diode (LD) 
was used as a pump source. An anti-reflection-coated Yb:YAG (CYb = 5 at. %) with dimensions 
of 5 mm (length) and 5 mm (diameter) was used. An uncoated 50-µm-thick solid YAG etalon 
was inserted in the cavity to tune and select the output frequencies of the laser. The transmittance 
of the output coupler was T  2% and the total cavity length was about 5 cm. 

 

Etalon 
Back Reflector 

of Laser Cavity 

940 nm Yb:YAG 
Output Coupler 

Fig. 7. A simplified experimental setup for a CW 
Yb:YAG laser being implemented by us during the 
second month. The laser cavity consists of the back 
reflector being directly fabricated on the Yb:YAG 
crystal shown in the figure and an output coupler. A 
YAG etalon was inserted inside the CW laser cavity 
for selecting a pair of the output wavelengths. 
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Fig. 8. Spectra of the output power generated by the 
operational CW Yb:YAG laser at different angles of 
incidence for the laser beam, i.e. θ in Eq. (1). Each 
vertical axis corresponds to the output power of the 
laser beam given in arbitrary unit whereas each 
horizontal axis stands for the laser output 
wavelength given in angstrom. A pair of the output 
laser wavelengths is generated at θ  6º, see the 
bottom plot. 
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Fig. 10 shows our measurement of the 
output power from the Q-switched Yb:YAG 
laser at the repetition rate of 4 kHz as a function 
of the input power from the LD at 940 nm. The 
output power more or less linearly increases 
with increasing the pump power above the 
threshold. The slope efficiency can be 
determined to be 5.11% by linearly fitting the 
data points in Fig. 10. Such a low slope 
efficiency is due to the fact that a large 
amount of the laser power is reflected from 
the intra-cavity etalon. Indeed, the etalon 
must be rotated with its surface normal 
being away from the axis of the laser 
cavity in order to effectively select the dual 
frequencies. As a result, the loss of the 
laser cavity is significantly increased due 
to the reflections. There was also a 
reflection loss of about 25% for the pump 
beam at 940 nm by the surfaces of the 
Yb:YAG crystal. Such a loss originates 
from the relatively low quality of the anti-
reflection coatings on the crystal. We can 
significantly improve the slope efficiency 
by resolving these issues. Furthermore, by 
overcoming the thermal lensing effect 
encountered in the experiment, we can 
further improve the slope efficiency. 
Indeed, during our experiment, we have 
realized that the Yb:YAG laser crystal used 
in our experiment suffers from the thermal 
lensing effect. According to Fig. 10, the 
threshold pump power is determined to be 
3.30 W through the linear fit.  

In the future, we are planning to 
replace the single Yb:YAG laser crystal by 
an adhesive-free-bond composite Yb:YAG 
material. Such a gain medium consists of 
three sections, i.e. an Yb:YAG crystal 
sandwiched by two undoped YAG crystals. 
Based on our previous result [2], such a 
composite material can be used to reduce 
the thermal lensing effect, and therefore, 
reduce the lasing threshold and increase the 
slope efficiency. We will also vary the Yb 
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on crystal 

Q-switch 

Fig. 9. A layout for a Q-switched Yb:YAG laser 
being implemented by us during the third month. 
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doping concentration to find the optimal value. 
As mentioned above, the YAG etalon is used to select a pair of the frequencies from the Q-

switched Yb:YAG laser. We have measured the spectrum of the output from the laser by using a 
spectrometer. According to Fig. 11, a pair of the peaks at the wavelengths of 1035.6 nm and 
1041.7 nm clearly appear in the spectrum, correspond to the frequencies of 289.69 THz and 
287.99 THz, respectively. The difference between these two output frequencies is estimated to be 
1.70 THz. This value is quite close to the theoretical value of 1.65 THz, calculated by using the 
refractive index of 1.82 for the YAG etalon and its thickness of 50 µm. 

Therefore, within the third month of the SBIR Phase-I contract, we have successfully 
demonstrated the dual-frequency operation of a Q-switched Yb:YAG laser. 

Within the fourth month, we have made very impressive progress in order to meet the 
Phase-I objective #2 being set in our proposal, i.e. “To demonstrate THz generation based on 
DFG outside an Yb:YAG laser cavity.” 

A 940-nm fiber-coupled laser diode (LD) is used as a pump source. An anti-reflection-
coated Yb:YAG (CYb = 5 at. %) with dimensions of 5 mm (length) and 5 mm (diameter) is used. 
An uncoated 50-µm-thick solid YAG etalon is inserted in the cavity to tune and select the output 
frequencies of the laser. The transmittance of the output coupler is T  2% and the total cavity 
length is set to 5 cm. For our experiment on the THz generation, we set the repetition rate to 4 
kHz. The pulse width of the dual-frequency output is measured to be 100 ns. A pair of the peaks 
at the wavelengths of 1035.6 nm and 1041.7 nm is generated. As a result, the difference between 
these two output frequencies from the dual-frequency Yb:YAG laser is set to 1.70 THz. The 
beam radius at the dual wavelengths is measured to be 150 μm near the output coupler. We have 
adjusted the orientation of the YAG etalon such that the output powers at the two wavelengths 
are nearly the same. This way, we are able to achieve the optimal THz output power based on 
difference-frequency generation (DFG) under the same combined pump power. We have used a 
plano-convex lens with the focal length of 
15 cm to focus the dual-frequency beams 
onto the nonlinear crystal for the THz 
generation based on DFG. 

We have used a semi-insulating 
(110) GaP crystal which has the thickness 
of 1.3 mm as the interaction length for 
DFG. We have measured the THz output 
power as a function of the total input 
power from the Yb:YAG laser. Fig. 12 
shows our result. Based on the least 
squares fit illustrated by Fig. 12, the 
dependence based on the data points is 
quite close to quadratic, which is a 
characteristic behavior for the THz 
generation based on DFG. At the total 
input power of 250 mW (approximately 
125 mW at each pump wavelength), the 
THz output power has reached 130 pW. To 

the best of our knowledge, this is the first 
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demonstration of the THz generation based on DFG from a Q-switched dual-frequency Yb:YAG 

laser. Our observation can be regarded as reaching an important milestone, i.e. since an Yb:YAG 
laser can produce a gain within a wide frequency range, DFG based on a dual-frequency 
Yb:YAG laser may emerge as one of the most important schemes for implementing a compact 
and portable THz source. Based on our estimate, the output frequencies based on such a scheme 
can be tuned within a wide range of 0.1 cm-1 - 288 cm-1. Such a tuning range is perfect for 
identification and detection of biological agents. 

We have also measured the dependence of the THz output power on the azimuth angle of 
the GaP crystal, see Fig. 13. One can see 
that the THz output power vs. the azimuth 
angle exhibits a nearly perfect sinusoidal 
oscillation, which is consistent with the 
theoretical prediction illustrated by the 
solid curve in Fig. 13. 

Therefore, within the fourth month of 
the SBIR Phase-I contract, we have reached 

one of the most important milestones, i.e. 
we have successfully demonstrated the THz 
generation based on DFG using a compact 
and portable Q-switched dual-frequency 
Yb:YAG laser. Such a demonstration 

should be regarded as a technology 

breakthrough. Based on such a scheme, a 
compact, portable, and tunable THz source 
will soon become available. 

Within the fifth month of the Phase-I 
contract, we have made very impressive 
progress in order to meet the Phase-I 
objective #3 being set in our proposal, i.e. 
“To carry out feasibility studies on 
intracavity THz generation based on the 
performance of the CW and Q-switched 
Yb:YAG lasers achieved and outer-cavity 
THz generation.” 

In order to achieve the efficient THz 
generation under the intracavity 
configuration, it is important for us to 
measure the absorption of a GaP crystal in 
the THz region. According to Fig. 14, at 
the wavelength of 176 μm (the frequency 
of 1.70 THz), the absorption coefficient is 
deduced to be 0.386 cm-1 after removing 
the contribution from the Fabry-Perot 
effect (i.e. the modulations appearing in 
Fig. 14).  
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On the other hand, at the wavelengths of around 1 μm, the absorption coefficient is about 
0.49 cm-1 [3]. When the GaP crystal is sufficiently thick, the absorption loss at such wavelengths 
plays the dominating role in the cavity losses for the Yb:YAG laser. Since we do not care for the 
power output for the Yb:YAG laser being coupled out of the output coupler, we can use two 
cavity mirrors with sufficiently high reflectivities (e.g. ≥99.9%) such that the reflection losses 
through these mirrors are negligible, compared with the absorption loss in the GaP crystal. Using 
the absorption loss dictated by the absorption coefficient, the maximum length of the crystal can 
be determined. On the other hand, for the thickness of the GaP crystal to be 663 μm, the 
absorption loss is estimated to be 6.29% after a round trip. In such a case, the laser power at each 
wavelength inside the laser cavity is a factor of around 20 higher than that outside the laser 
cavity. As a result, the THz output power can be increased by a factor of 400. By increasing the 
pump power from 125 mW at each wavelength to 5 W, we will gain another factor of 1600. 
Therefore, the THz output power can be scaled up to 42 μW. This value is five orders of 

magnitude higher than the noise level of our pyroelectric detector operating at room 

temperature (0.23 nW). In order to further increase the THz output power, we need to introduce a 
new technique. Indeed, it was recently demonstrated that when a passive Q-switch is introduced 
in the cavity of the Yb:YAG laser [4], the pulse width is reduced to 7 ns. Since the pulse width 
achieved by us so far is 100 ns, the reduction of the pulse width down to 7 ns would result in an 
increase in the peak power by a factor of 14.2. Since the THz peak power is proportional to the 
product of the peak powers at the two pump wavelengths, such a pulse-narrowing technique can 
provide us with an enhancement factor of 200. Therefore, at the pump power level of 5 W, the 
THz output power is expected to reach 8.5 mW. Such an output power corresponds to the 
conversion efficiency of 28%. This value approaches the record-high value of 40% set by us 
recently [5]. 

We have also considered other schemes for enhancing the THz output powers outside the 
laser cavity. First of all, we can utilize the total internal reflections for both the pump and THz 
beams inside a GaP slab. At 176 μm the absorption loss limits the interaction length to be 2.6 
cm, which is amounted to an enhancement factor of about 40. Using the pulse width of 7 ns and 
pump power of 5 W at each wavelength, the THz output power is estimated to be 1.0 μW. At 
longer wavelengths, the enhancement factors can be an order of magnitude larger, and therefore, 
the output power is increased to 10 μW. On the other hand, by using metallic gratings [6], we can 
reduce the beam diameter from 200 μm down to 10 μm. As a result, the THz output power can 
be increased by a factor of 400. Consequently, the THz output power can be increased to the 
range of 0.41 mW-4.1 mW. 

Within the sixth month of the Phase-I contract, we have made very impressive progress in 
order to meet the Phase-I objective #4 being set in our proposal, i.e. “To develop plan for 
identification and detection of biological agents.” 

Based on Ref. [7], Bacillus Subtilis, a simulant for Anthrax, exhibited unique features 
above 1 THz. In Ref. [8], five transition peaks from 327 GHz to 1075.5 GHz were used as 
absorption signatures for Bacillus Subtilis. Besides Bacillus Subtilis, Soman and Sarin, i.e. 
warfare agents, exhibited a series of rotational transitions [7]. THz spectroscopy was assessed as 
an effective technique for remote detection of biological warfare agents [9]. For toxin 
Ovalbumin, bacteria Erwinia herbicola, Bacillus Subtilis, lyophilized cells, RNA MS2 phage, 
and BioGene, signatures were found within 3-10 cm-1 [10]. Transmission spectra of Ovalbumin 
were also measured in 15-680 cm-1 [11], see Fig. 15. 
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According to Fig. 15, we could only identify four transition peaks. We believe this is due to 
the large background originating from the scattering of the THz waves by the Ovalbumin 
sample. The non-oscillatory decreases of the transmittances as the frequency is increased (as the 
wavelength is decreased) could be the manifestation of the Rayleigh scattering of the THz 
waves, when the grain sizes in the biological sample are much smaller the THz wavelength. 
Indeed, as the THz wavelength approaches the size of the Ovalbumin particles, the scattering of 
the THz waves can be greatly enhanced, which can be described by the resonant Mie scattering.  

From the discussion above, it would be very important for us to develop a novel scheme of 
removing the non-oscillatory background due to the scattering of the THz waves by the particles 
present in the biological samples. One possibility for subtracting such a background from the 
measured transmittances is to use a heterodyne detection scheme. Indeed, let us assume that we 
can send a pair of approximately same THz frequencies through a biological sample. If the 
signals at the two frequencies are phase-coherent with respect to each other, we can then remove 
the background by monitoring the heterodyne signal from the two transmitted signals at the 
slightly different frequencies. We believe that once the background is removed, we will be able 
to identify small absorption features which can be buried under the huge background. Obviously, 
there is a trade-off between the sample thickness and signal-to-noise ratio. If the sample is too 
thick, the multiple scattering events can become a huge background. On the other hand, if the 
sample is too thin, one cannot reliably measure the transmittances. Such a trade-off must be 
investigated in the future. One should also study the dependence of the transmittances on the 
particle sizes in the typical biological sample. On the other hand, there is an interference of the 
THz waves being reflected by the front and back surfaces of the sample. Such an interference 
effect will add oscillations to the spectrum of the transmittance. It can be partially removed by 
making measurements on a wedged sample. 

For E. coli, transition peaks were identified in 10-25 cm-1 [12,13]. Based on measurements 
made on three bio-simulants [14], transition signatures existed in 120-750 GHz (4-25 cm-1). It 
was demonstrated that Bacillus Subtilis and spores in polyethylene and dilute water solutions still 
exhibited resonance peaks in the THz region [15,16]. Most of these transition features origin 
from phonon modes [17]. THz spectroscopy of DNA was carefully investigated in 10-25 cm-1 
[17-19], see Fig. 16. In addition to DNA, proteins [20], insulins [21], and glucose [22] were 

Fig. 15. Transmission spectra of Ovalbumin in the range of (a) 50-680 cm-1 and (b) 15-120 cm-1. 
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fingerprinted. THz spectroscopic technique 
was also used to characterize cancer cells in 
10-25 cm-1 [23]. It is important for us to 
point out that in most of the reports 
summarized above the spectroscopic studies 
have been carried out by using Fourier 
transform infrared spectroscopy (FTIR). 
Such an instrument is rather bulky. In 
addition, it cannot be used to achieve remote 
detections. Moreover, the radiation source 
used in FTIR for covering the range of 3-25 
cm-1 produces low output powers. Therefore, 
THz spectroscopy based on FTIR suffers 
from greatly reduced sensitivities. 
Furthermore, relatively high spectral 
resolutions cannot be achieved by a compact 
FTIR spectrometer. 

During Phase II, we plan to combine our THz emitter with a pyroelectric detector operating 
at room temperature to construct a compact and portable spectrometer. This spectrometer will 
meet the requirement of the average output power of 1 mW, peak power of 20 W, a continuously 
frequency-tuning range of 150 GHz – 1 THz (5-33.3 cm-1), a linewidth of 100 MHz, a repetition 
rate of 10 kHz, and a system dimension footprint of 10"×6"×4" or smaller. Our goal is to 
implement a prototype spectrometer by the end of Phase II. We expect that shortly after the end 
of Phase II, ArkLight will be ready for taking orders of the spectrometers. It is worth noting that 
for the input power of 1 mW, the dynamic range for measuring attenuation of the THz wave can 
be as high as 4×106 by using a sensitive pyroelectric detector working at room temperature. This 
implied that for the sample thickness of 1 mm, the absorption coefficient can be as high as 150 
cm-1. On the other hand, for the absorption coefficient of 1 cm-1, the measurable penetration 
depth is 15 cm.  

We will choose toxin Ovalbumin, Bacillus Subtilis, RNA from MS2 phage, and E. coli to 
test our spectrometer in the range of 5-33.3 cm-1. We will compare our measurements of the 
spectra with those made by using FTIR [7-14]. Our goal is to demonstrate the advantages of our 
novel spectrometer in terms of sensitivity, spectral resolution, linewidith, tuning range, scanning 
speed, capability of sensing in the reflection mode, dynamic range, and false alarm rate due to 
artifact. We will investigate the feasibility of removing the background due to the Rayleigh 
scattering of the THz wave by the grain particles present in the biological samples, as discussed 
above. 
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